ONOMATOAOTA ESETASHS AITEIOrPA®IA APTHPIOIPA®IA AITEIOrPA®IA AITEIOTPA®IA

KAPQTIAQN EFKE®DAAQY OQPAKIKHZ AOPTH KOIAIAKHZ AOPTHZ
TOMNOGETHZH AZQENOYZ unma unTia unma unma
_ TENDHEAPOEHE] cven: 0/637,0:5 0.5X80, 0.637, 0.5 ECG GATED VOLUME 0.5X80, 0.813, 0.5
(collimation, pitch, r.time)
KATEYOYNZH ZAPQZIHZ out out in in
SKIArPA®IKO IV| 60ml 4-5ml/sec, saline 60m| 4-5ml/sec, saline 80ml 4-5ml/sec, saline 80ml 4-5ml/sec, saline
TEXNIKH BOLUS TRACKING NAI NAI NAI NAI

XPONIKEZ ®AZEIZ ZAPQIHZ MANUAL, DELAY 6 TRESHOLD 150, DELAY 6 | TRESHOLD 190, DELAY 6 | TRESHOLD 240, DELAY 6
ENIAOMH PYOMIZEQN

AKTINOBOAHZH] STANDARD STANDARD STANDARD STANDARD
MAXCE 11 11 1/1 11
TOMHZ/ANASYNOEZHZ / / /
SIATPO CTA CTA CTA CTA
AFTEIOrPA®IA
ONOMATOAOTITA ESETAZHZ| KOIAIAKHZ AOPTHZ KAI AI‘I‘EIO;;?}Q::P?;’J Hria AP'I’OI-?POISSI?? AerIA
KATQ AKPQN
TOMO®ETHZH AZOENOYZ unTia unTia unTia
" TE.XNIKH ZAPQ.ZHZ 0.5X160, 0.806, 0.5 0.5X80, 0.637, 0.5 0.5X160, 0.806, 0.5
(collimation, pitch, r.time)
KATEYOYNZH ZAPQIHZ in in in
ZKIATPA®IKO IV] 120ml 4-5mi/sec, saline | 100ml 4-5ml/sec, saline | 140ml 4-5ml/sec, saline
TEXNIKH BOLUS TRACKING NAI NAI NAI
TRESHOLD 300, DELAY 6,| TRESHOLD 200, DELAY 6, | TRESHOLD 170, DELAY 6,
ARONIKEE SASELS IAPORTE RUNOFF RUNOFF RUNOFF
ENIAOIH PYOMIZEQN
AKTINOBOAHSHE STANDARD STANDARD STANDARD
MAXOZ] /1 1/1 /1
TOMHZ/ANAZYNOEZHZ / / /
DINTPO CTA CTA CTA




ONOMATOAOIIA EEETAZHZ

PAEBOIPADIA
ETKERANDY

AITEIOrPA®IA KATQ
KHAHZ ®AEBAT

AITEIOMPA®IA ANQ
KHAHZ ®AEBAZ

OAEBOIPADIA AKPON

TONOBGETHZIH AZ@ENOYE|

Unma

Unmia

unTia

unma

TEXNIKH ZAPQZHZ
(collimation, pitch, r.time)

0.5X80, 0.637, 0.5

0.5X80, 0.637, 0.5

0.5X80, 0.637, 0.5

0.5X160, 0.806, 0.5

KATEYOYNZH ZAPQEHZ

in

out

in

out

ZKIAMPASIKO 1V

100ml 4-5ml/sec, saline

120ml 4-5ml/sec, saline

120ml 4-5ml/sec, saline

120ml 4-5ml/sec, saline

TEXNIKH BOLUS TRACKING

XPONIKEZ ®AZELZ ZAPQZIHZ 120sec 120sec 110sec 100sec
ENIAOTH PYOMIZEQN
AKTINOBOAHZHS STANDARD STANDARD STANDARD STANDARD
MAXOZ
TOMHE/ANAZYNOESHE| ke 11 1/1 1/1
PINTPO CTA CTA CTA TTA
ATTEIOTPAGIA
ONOMATOAOIIA E=ETazHs|  ATTEIOTPAGIA  |AFTEIOTPAGIA APTHPION|  [rHEOTHIoE

ZMAAXNIKQN APTHPIQN

KATQ AKPQN

APTHPION

TOMOGETHZH AZ@ENOYZ

unTia

unTa

unTa

TEXNIKH ZAPQZIHZ

(collimation, pitch, r.time)

0.5X80, 0.813, 0.5

0.5X160, 0,806, 0.5

0.5X80, 0,813, 0.5

KATEYOYNZIH ZAPQIHZ

in

in

in

ZKIATPAGIKO IV

100ml 4-5ml/sec, saline

120ml 4-5ml/sec, saline

80ml 4-5ml/sec, saline

TEXNIKH BOLUS TRACKING MAI NAI NAI
XPONIKEZ ®AZEIZ ZAPQZIHZ| TRESHOLD 240, DELAY 6 TRESHD;DU;%D';FDELAY 6 MANUAL, DELAY 6
ETIAGTH PYOMIZEQN
AKTINOBOAHZHE STANDARD STANDARD STANDARD
MAXOZ
TOMHZ/ANASYNOESHS 11 11 1/1
BIATPO CTA ar) =




